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Substantial progress has been made in recent years in the development 
of inverse elastic wave scattering theories for use in ultrasonic nonde-
structive evaluation (NDE). These include theories that are applicable in 
different ultrasonic frequency ranges and include formulations in various 
approximations [1-15]. It is by application of these inverse scattering 
solutions to ultrasonic inspection results that quantitative measures of 
the size, shape, and orientation of a flaw can be determined. 
Implementation of the inverse scattering solutions mentioned above, 
however, has been limited. One of the principal reasons for this limitation 
is the narrow bandwidth of commercial ultrasonic instrumentation relative 
to the ultrasonic bandwidths needed to properly employ the inverse results 
over a range of flaw sizes. Addison et al. [16] have shown that the minimum 
bandwidth needed to size a flaw with radius a using the simplest, 1-D 
inverse Born scattering solution must extend from ka=0.5 to ka=2.0 to achieve 
sizing accuracies of 20%. k is the magnitude of the wave vector and is 
given by 2n/A where A is the ultrasonic wavelength. This requirement is 
considerably more demanding than the capabilities of most commercially 
available transducers. Addison et al. also showed that inattention to 
this specification will result in size estimates that are either too small 
or too large depending upon whether there is a deficiency of the low or high 
frequency content in the interrogating ultrasonic spectrum. 
In order to utilize the inverse theories and to accommodate a reason-
able range of flaw sizes that are unknown to the investigator, it is 
evident that considerable improvement in ultrasonic system bandwidths must 
be obtained. Unipolar pulses provide an attractive way to approach this 
objective. Features of this pulse have been described by a number of 
authors [17,18,19]. Current practice, however, seems to be limited to the 
pitch-catch mode. In this configuration one transducer is connected to a 
low impedance electronic pulser a~d is used to transmit the signal while 
a second transducer is connected to a high impedance amplifier and is used 
to receive the signal. This configuration, however, is much too limited 
for NDE applications in which the preponderance of applications requires 
the pulse-echo mode in which the same transducer is used for transmitting 
and receiving. 
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The purpose of this paper is to report results that describe a new 
way to generate broadband, unipolar pulses in pulse-echo operation using 
conventional planar transducers. A review of requirements is first given; 
this summary is then followed by a description of a transmit/receive 
switch that has been developed for pulse-echo operation and some results 
that have been obtained with it. These results are then discussed and 
compared with results obtained with conventional instrumentation. 
EXPERIMENTAL PROCEDURE 
Review of Requirements 
The production of broadband, unipolar stress pulses using a piezoelec-
tric generator in a pulse-echo mode requires consideration of both 
the transmit and receive aspects of the process. It is well known 
[20] that a step function voltage pulse applied to an untuned planar 
piezoelectric transducer with perfectly matched backing will produce 
a unipolar stress pulse that shows similarities to, but in fact is 
not, the time derivative of the applied voltage pulse. The "effective" 
differential character arises because the charge layers produced on 
opposite faces of the piezoelectric by the applied voltage pulse produce 
stress pulses that are replicas of the pulse, but which are of opposite 
polarities and which are separated in time by an amount equal to one 
transit time through the piezoelectric. In the receive mode, the piezoelec-
tric transducer generates a voltage signal that faithfully represents 
the unipolar stress pulse under open circuit (no load) conditions. 
However, the features of this reproduction are modified considerably 
by values of the parameter R1C 0 w in which R1 is the impedance of the 
external circuit used to measure the signal, and C0 w is the reciprocal 
of the transducer source impedance. If RLC0 w<<l, it follows that the 
open circuit voltage signal is differentiated by the measuring circuit, 
whereas if R1C 0 w>>1, the measuring circuit does not significantly per-
turb the open circuit signal generated by the piezoelectric. In the 
latter case, then, the received signal will also appear as a unipolar 
pulse. 
Examples of the discussion given in the previous paragraph are 
given schematically in Fig. 1 for two different applied voltage pulses 
and for both the transmit and receive modes. Figure la shows that 
the expected transmitted stress pulse is unipolar if the applied voltage 
pulse is a step function, and that the measured, or received, signal 
is either unipolar or bipolar depending upon whether R1C0 w>>1 or R1C0 w<<1. 
Figure lb shows the expected behavior for the transmitted and received 
pulse for the commonly used spike applied voltage pulse. In this case 
the stress pulse is bipolar, and depending again upon the relative 
values of R1C0w, the received pulse is either bipolar if R1C0 w>>1 or 
the commonly observed tripolar pulse if R1C 0 w<<1. It should be emphasized 
that this figure is only schematic; the actual shape of the unipolar 
stress pulse is expected to vary according to the rise time of the 
applied voltage pulse and the transit time of the back surface stress 
pulse through the piezoelectric. Furthermore, the idealized examples 
assume that there are no diffraction or frequency dependent attenuation 
losses associated with pulse propagation that would tend to distort 
the shapes of both the stress pulses and the received signals when 
viewed in the time domain. 
Transmit/Receive Switch 
From the above descriptions, it is clear that a special transmit-
receive switch is needed in order to generate and receive unipolar 
pulses in a pulse-echo mode. The switch must provide a way to connect 
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Fig. 1. Transmitted and received pulse shapes for both a step function 
excitation voltage and a spike excitation voltage. 
the transducer electronically to a low impedance applied voltage pulser 
during the transmit cycle and to a receiver with high input impedance 
during the receive cycle. Figure 2 shows a recently developed transmit-
receive switch that has these properties. The low impedance pulsing 
transmitter is shown at the left, the transducer T with internal impedance 
l/jC0 w in the center, and an FET with high input impedance and low 
output impedance on the right. R1 is nonessential to the operation 
of the circuit for single transducer operation. It is included because 
the circuit is used in a multiplexing mode in which the transmitter 
is switched electronically to alternate transducers [21]. The only 
purpose of this resistance is to keep the circuit input at ground potential 
when the transmitter is switched to other circuits. The diodes D1 
provide a low impedance conducting path during the transmit cycle of 
the pulser. During the receive cycle of the pulse echo mode, these 
diodes effectively block the low impedance transmitter from the transducer 
because of the relatively low signal levels. The inclusion of the 
diodes D1 is therefore essential since the impedance in all current 
paths from the transducer must be included in the calculation of the 
load impedance R1 presented to the transducer. Diodes D2 are included 
as a protective device to shield the FET (or following preamplifier) 
from the "main bang" of the transmitter. Resistor R is included as 
a parallel load resistor for the transducer so that the diodes D2 do 
not simply short the main transmitter pulse to ground during the transmit 
cycle. A value of R2 = 270Q has been used to date. This value is 
not critical, but must be several times larger than the input impedance 
of the transducer for all operating frequencies. Received signals 
in the pulse echo mode are coupled to the high impedance FET through 
the network R3C1. Two conditions apply to the choice of these values 
although, as before, the actual values are not very critical. In one 
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of these the R3C1 value is selected to produce the desired time constant 
and to set the low frequency end of the signal pass band. In the case 
shown, the time constant is 2.4~sec with a low frequency pass limit 
of 0.4MHz. Secondly, the impedance of this network should be chosen 
so that the total load impedance presented to the transducer is 10-20 
times the source impedance of the transducer. Since the diodes are 
essentially nonconducting in the receive mode and the FET possesses 
a very large input impedance, the only substantive contributors to 
the transducer load impedance are R2, C1, and R3. A value for R3=lOK 
ohms has been found satisfactory for work to date. The transmit-receive 
switch is completed with an FET buffer that is connected to a following 
broadband preamplifier (Comlinear). The values of resistances used 
in the FET produce an output impedance of about 120n. Lower output 
impedances can be obtained using other values for R4 and R5. It should 
be noted that the use of an FET is optional and depends upon circuit 
arrangements of the following electronics. 
Results 
The transmit-receive switch described in the previous section 
has been used to generate unipolar pulses with standard, commercially 
available piezoelectric transducers. All results given in this section 
were obtained using a water immersion technique and a flat metal reflector 
that could be placed at prescribed distances from the transducer. 
Panametrics transducers with 10 and 15 MHz center frequencies and 1/4 
inch diameters were used. It is important that the transducers contain 
only an internal piezoelectric element and no internal tuning elements. 
The voltage pulses applied to the transducers were step function pulses 
generated by a Hewlett Packard 214A generator. After reflection from 
the metallic reflector, received signals were taken from the transmit-receive 
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Fig. 2. Schematic circuit diagram for the transmit-receive switch 
used in producing the unipolar ultrasonic pulse. 
switch shown in Fig. 2, amplified in a Comlinear preamplifier with 
3dB points at 0 and 150 MHz, digitized in a Tektronix 7912 A/D converter, 
and displayed. Results were obtained using the transmit-receive switch 
both with and without the FET buffer. 
Figures 3a and 3b show results obtai ned for the 10 MHz,'l/4 inch, 
immersion transducer in which the FET buffer in the transmit-receive 
switch was included. Figure 3a shows the received time domain pulses 
taken at several distances between the transducer face and the metallic 
reflector, and Fig. 3b shows the spectral analysis of the time domain 
pulses at the same distances. The results in Fig. 3a show that, at 
close distances, acceptable unipolar pulses are produced, and that 
with increasing separation, the unipolar pulse degrades toward bipolar 
behavior. The small, sharper spikes on the positive side of the negative-
going pulse appear to be associated with internal reverberations in 
the piezoelectric due to imperfect backing . It would appear from the 
results in Fig. 3b that the unipolar degradation observed in Fig . 
3a is due to the loss of low frequency content because of diffraction. 
The results in Fig. 3b also show the signal enhancement at lOMHz due 
to the quarter wave plate that is present in the immersion transducers. 
.. 
.., 
" 
0. 
E 
<l 
0 
c 
"' <J) 
b 
1.0 
Immersion tronsducer 10 MHZ, l14" dio . 
Z = 0.4cm 0.9cm 1.9cm 3.0cm 4. 1cm 
0 I" ~ I~ ~ , 
1. 0 2.0 3.0 4.0 5.0 
Time ( 14s) 
I.Or-- -.......,.--- --,....----r----.------, 
5.0 10.0 15.0 
Frequency ( MHz) 
z=0.9cm 
1.9cm 
3.0cm 
4. 1 em 
20.0 . 25.0 
Fig. 3. a) Received ultrasonic pulses i n the pulse-echo mode at various 
t ransducer-reflector distances us i ng a 10 MHz, 1/4 inch diameter 
i mmersion transducer and with the FET in Fig. 2 included . 
b) Frequency spectra of the ultrasonic pulses shown in Fig. 3a. 
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The frequency spectra obtained for a contact transducer used in 
an immersion mode are shown in Fig. 4a. Even though this transducer 
is not intended for immersion applications and does not possess a matching 
quarter wave plate, the omission of this plate does not appreciably 
affect the generation of the unipolar pulse. The results shown in 
Figs . 3b and 4b show a degradation in the low frequency content of 
the unipolar pulse signal with separation between the transducer and 
the reflecting plate . As noted, this effect is to be expected in terms 
of diffraction losses. If this be true, application of diffraction 
corrections to the various frequency spectra should reduce all the 
spectral results to a common curve for a particular transducer. Figure 
4b shows the results obtained when diffraction corrections are applied 
to the results of Fig. 4a . It will be seen that a universal curve 
results which is the true spectral response of the transducer for the 
applied voltage step function condition. Similar results have been 
obtained for all the other cases examined. 
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Fig 4 . a ) Fr e quency spectra of ul t r asonic pu l ses in t he pul se-echo mode 
at var ious transducer -ref lector distances using a l OMHz, 1/4 
inch contact transducer i n the immer s i on mode. The FET buff e r 
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i n the transmit-receive switch i s bypassed. b) Intrinsic f requency 
spectr um o f t he unipolar pulse obtained by applying diffrac t ion 
corrections to the spectra in Fi g. 4(a). 
Although it is possible to correct analytically for diffraction 
losses as shown above, the corrections do not restore lost energy into 
the interrogating ultrasonic beam. A principal consequence of this loss 
is a degraded signal/noise ratio at the lower end of the frequency spectrum. 
Considerations are in progress aimed at reducing the diffraction losses 
through the use of long focal length lenses. Figure 5 shows the results 
obtained using a plane wave, 15 MHz, 1/4 inch transducer both with and 
without a 69 centimeter focal length lens. The lens in this case was 
cast from epoxy to the desired radius of curvature and then cut to an 
edge thickness of 0.012 inches using a diamond saw. For test purposes, 
the lens was bonded to the transducer face with glycerin. The top part 
of the figure shows spectral results obtained at three separations with 
no lens and the bottom part shows the same results with the lens in place. 
It is evident that the lens action helps to provide beam collimation 
and suppression of diffraction losses in this case. Further studies 
to select a more ideal collimating lens are in progress. 
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Fig. 5. Fr equency spectra of ultrasonic pulse-echo signals at three 
t ransducer-reflector di stances wi th the 69cm focal length lens 
(bottom figure) and without the l ens (top figure ). The spectra 
are normalized to have the same peak value . The transducer 
is a 15 MHz, 1/4 inch diame ter i mmers ion t r ansducer . 
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DISCUSSION OF RESULTS 
As noted in the Introduction, one of the principal purposes of this 
work was to develop a convenient way to obtain broadband ultrasonic pulses 
that can be used with pulse-echo measurement techniques and with a variety 
of more or less standard transducers. The transmit-receive switch that 
has been developed appears to satisfy this purpose. It can be assembled 
and used separately or it can easily be incorporated i nto existent voltage 
pulser units. Two limitations have been found that need to be noted. 
First, the transducer used must not contain an inductive tuning element 
and secondly, the applied voltage pulser used as a driver must be capable 
of providing sufficient current so that the step function pulse applied 
to the transducer is sharply formed. Further, it has been found that 
the top frequency limit of the transducer's bandwidth in this mode of 
operation is effectively defined by the high frequency roll off of the 
piezoelectric resonance. The low frequency pass band limit is determined 
by the values of components in the transmit receive switch. 
The magnitude of the transducer bandwidth improvement obtained 
with the current transmit-receive switch is shown in Fig. 6. Curves 
are shown in this figure for the pulse echo response of another lOMHz, 
1/4 inch immersion transducer with the reflector placed at 6 em from the 
transducer and for four different values for the resistance R3 shown in 
Fig. 2. The values for the resistance are SOn, 390n, lOKn, and 47Kn for 
curves 1, 2, 3, and 4, respectively. No diffraction corrections have been 
applied to these results . It is apparent that the improvement in bandwidth 
is very significant across this range. It is also apparent that increases 
in R3 above lOKn produce only small changes in the overall bandwidth and 
at the expense of lengthened time constants. 
One of the tests that must be applied to the extended bandwidth 
transducer as an indicator of its flaw sizing capability is to compare the 
measured scattering amplitude with theoretical predictions for a well-
defined ultrasonic target. Such a comparison is shown in Fig. 7 for a 
machined ellipsoidal void that was diffusion bonded in a titanium block . 
I.O,r-----r-----.-------, ----~----, 
Frequency (MHz) 
Fig. 6. Frequency spectra of a 10 MHz, 1/4 inch diameter immersion 
transducer placed 6 em from a flat reflector and operated in 
the pulse-echo mode using the transmit-receive switch of Fig. 
2. Curves 1, 2, 3, and 4 correspond, respectively, to R3=SO, 
390, lOK, and 47Kn . 
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The ellipsoidal void was oblate in shape, and the nominal values of the 
semiaxes were 400v, 400v and 200v. Opsal [22] has calculated the scattering 
amplitude for this target; his results are given by the dashed line . The 
solid curve shows the experimental results obtained using the unipolar pulse 
in the pulse-echo mode. These curves are given in absolute units and 
include diffraction and attenuation corrections. The agreement between the 
curves is considered very satisfactory. It is evident that it would have 
not been possible to obtain results that agree this well with theoretical 
predictions had the low impedance response curve of Fig. 6 been used. 
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-- E•per imenl 
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Fig. 7. Absolute scattering amplitude of an oblate spheroidal cavity 
in titanium with semiaxes of 400 and 200vm. The dashed curve 
is the theory and the solid curve is the experimental result 
obtained with the unipolar pulse in the pulse-echo mode. 
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